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Deutsche Beschreibung

English description

Fiir die Analyse der DNA-Ladder wurde ein 2%-iges Gel

gegossen. Hierzu werden 2g Agarose LE (M3044) abgewogen,

mit 100mL 1X TAE-Puffer gemischt, erhitzt und gegossen.
Erstarren lassen des Gels fiir 1 Stunde.
Fir die Anfarbung wurde GelRed® (M3199) benutzt.

For analysis of the DNA-ladder, a 2% gel was poured. For this
purpose, 2g of agarose LE (M3044) was weighed out, mixed
with 100mL of 1X TAE buffer, heated and poured.

Allow the gel to solidify for 1 hour.

GelRed® (M3199) was used for staining.

Auftragen der Proben:
Die Probe wurde auf das Gel aufgetragen:
Nr. 1: M3072: 2pL + 2pL GelRed + 6L H20

Application of sample material:
The sample was loaded onto the gel:
Nr. 1: M3072: 2pL + 2pL GelRed + 6pL H20

Elektrophorese-Bedingungen:
erst 1 Min. bei 80V, 160 mA, 50W, dann 74Min. bei 100V
Laufzeit: 75 Minuten

Conditions of electrophoresis:
first minute at 80V, 160 mA, 50W, then 74min. at 100V
Running time: 75 minutes.

Tracking Dye:
Der Marker enthalt Orange G als tracking dye.

Tracking Dye:
The marker contains Orange G as tracking dye.

Konzentration
Die Marker-DNA liegt in einer Gesamtkonzentration von ca.
0.1pg / 1pL vor.

Concentration:
The DNA-marker is dissolved with a total concentration of
about 0.1pg / 1pL

bp
Fragment sizes and DNA amount per lane
= 1500 Fragment sizes Fragment sizes
— 1200 50bp (30ng/5pL) 600bp (20ng/5pL)
- ‘000900 100bp (27ng/5pL) 700bp (23ng/5pL)
— 800 150bp (30ng/5pL) 800bp 27ng/5pL)
— 700 200bp (2X) (67ng/5pL) 900bp (30ng/5pL)
— 600 250bp (25ng/5pL) 1000bp (33ng/5pL)
E= fgg 300bp (20ng/5pL) 1200bp (2X) 70ng/5uL)
— 400 350bp (18ng/5uL) 1500bp (40ng/5pL)
— 350 400bp (27ng/5pL)
— 300 450bp (23ng/5uL)
— 250 500bp (2X) (67ng/5pL)
~— 200
— 150
Stability and Storage
— 100 Very stable in the delivered form at a constant temperature of -20°C.
— 50 The DNA-marker can also be stored at RT.

Repeated freeze - thaw-cycles (>5 times) will harm the DNA-marker.

Store the DNA-marker at -20°C.

Das Gel wurde am 28.04.2022 gefahren. / Gel was run on April 28t. 2022.

Versand auf wet ice - Lagerung bei 20°C
Shipment: on wet ice - storage: at -20°C.

A shelf life of min. 2 years is guaranteed when storing the GenLadder 50 bp plus 1.5 kbp at -20°C. Repeated thawing and freezing
cycles might damage the DNA. Therefore, it is recommended to thaw and freeze the GenLadder not more often than 10 to 15 times.

A shelf life of min. 8 months is guaranteed, when the GenLadder is stored at + 2°C to + 8°C.

Safety Data: not hazardous / nicht gefahrlich.
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BSE/TSE Certification
The Genaxxon DNA Ladders are produced by a synthetic method. None of the used materials is of animal origin.

We, Genaxxon bioscience GmbH, hereby confirm, that our product is manufactured without using material of animal origin.

Therefore, it bears no risk for BSE/TSE.

Usage
For research usage only!
Not for human or animal diagnostic or therapeutic usage/applications. Not for consumption.

Verwendung
Nur fir Forschungszwecke!
Nicht fir human- oder tierdiagnostische oder therapeutische Zwecke/Anwendungen. Nicht zum Verzehr zugelassen.

Die Eignung des Produktes fiir spezielle Anwendungszwecke wird nicht zugesichert.

Dieses Dokument entbindet nicht von einer brancheniiblichen Eingangskontrolle.

We do not guarantee that the product can be used for a special application.

This document does not release you from performing the standard control upon receipt of incoming goods.

Genaxxon bioscience GmbH Datum/date: 29.04.2022

Dr. Norbert Trondle
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