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qPCR Probe LyoBalls 
 

lyophilized master mix as pre-dispensed (aliquoted) 
lyophilized beads – master mix without ROX 

 
 
 

lyophilized master mix for qPCR from DNA 
 
 

 
Cat#: M3070 (high profile 96-well PCR plates) 
Cat#: M3069 (low profile 96-well PCR plates) 

 
 
 
 

Version: 230310 
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Genaxxon bioscience GmbH is a leading provider of innovative and high qualitative Life 
Science products. We assist scientists from sample preparation to further processes. 
Genaxxon bioscience is a supplier for: 

 

   •     Chemicals 

 

   •     Biochemicals 
 

   •     Cell Culture Products 
 

   •     Antibodies and Cytokines 
 

   •     Molecular Biology Products 
 

   •     PCR 
 

   •     Proteins and Enzymes 
 

   •     Consumables 

 

 
“We Aim for Your Success” 

 
For more information: www.genaxxon.com 

 
 
 

 
 

Related Products 

 

 Contents Cat. No. 

GreenMastermix Low ROX™ for real time PCR / qPCR 

ProbeMastermix Low ROX™ for real time PCR / qPCR 

2.5mL / 12.5mL

2.5mL / 12.5mL

M3011

M3031

GreenMastermix without ROX™ for real time PCR / qPCR 

ProbeMastermix without ROX™ for real time PCR / qPCR 

2.5mL / 12.5mL

2.5mL / 12.5mL

M3023

M3045

GreenMastermix with High ROX™ for real time PCR / qPCR 

ProbeMastermix with High ROX™ for real time PCR / qPCR 

2.5mL / 12.5mL

2.5mL / 12.5mL

M3052

M3010

SuperHotStart Taq DNA Polymerase for real time PCR / 

qPCR / multiplex PCR 

250 units

1000 units

M3307.0250

M3307.1000

HotScriptase RT 

Polymerase for RT-PCR 

250 units

1000 units

M3056.0250

M3056.1000

HotScriptase RT Mastermix 

Mastermix with GreenDye for RT-PCR 

1.25mL

5 x 1.2.5mL

M3062.0050

M3062.0250

HotScriptase RT Mastermix 

Mastermix w/o GreenDye for RT-PCR 

1.25mL

5 x 1.2.5mL

M3064.0050

M3064.0250

Oligo dT primer 

lyophilized primer 

5OD M3039.0150

Random primer 

lyophilized primer 

5OD M3038.0125

dNTP-Set 

nucleotides for PCR 

4 x 20µmol

4 x 25µmol

4 x 100µmol

M3015.4020

M3015.4025

M3015.4100

DNase 

from bovine pancreas 

50mg

500mg

M3028.0050

M3028.0500

RNase A (free of DNase) 50mg

250mg

S5218.0050

S5218.0250

 
Hotline: +49 731 3608 123 or info@genaxxon.com 
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qPCR Probe LyoBalls 
lyophilized master mix for qPCR from DNA 

Product Cat# size  

qPCR Probe LyoBalls (lyophilized qPCR master mix predispensed in 
1 x 96-well PCR plate with 0.2mL wells) 

M3070.0196 96 x 20µL  

qPCR Probe LyoBalls (lyophilized qPCR master mix predispensed in 
1 x 96-well PCR plate with low profile wells) 

M3069.0196 96 x 20µL  

 

Product Description 

The Genaxxon bioscience qPCR Probe LyoBalls contain all components necessary for rapid, sensitive 
and reproducible detection and identification of RNA and DNA targets. All components for reliable 
PCR are already included in each single LyoBall. The stabilized format allows shipment and storage 
without cooling and guarantees functionality for up to 24 months. The LyoBalls formulation 
simplifies reaction set-up—saving time and reducing the risk of contamination and pipetting errors 
and also eliminates the need for buffer optimization. It is designed for low-background, high-
throughput PCR. 

qPCR Probe LyoBalls contain an aptamer-based Hotstart Taq DNA Polymerase, extremely high-
quality dNTPs and an optimized PCR buffer, thus simply reconstitute the master mix by adding PCR-
grade water along with your template and primers to a total volume of 20µL, and you're all set!  

The used Hotstart DNA-polymerase is activated by heating above 50°C to 55°C. Thus, during setup 
and the first PCR cycle, the enzyme is not active and misprimed primers are not extended. As a 
result, specificity and yield are increased compared to standard Taq DNA-polymerase. 

Sensitivity improves multiplex PCR, an applied PCR technique that amplifies several specific targets 
simultaneously. Applications that previously required two or more reactions can be performed in a 
single reaction tube. Hence, multiplexing represents a substantial saving in time and reagents. 
Recommended amplicon size is between 60 and 300bp. 

Additionally, Genaxxon offers different other Polymerases that can amplify RNA directly without an 
additional isothermal reverse transcription step (HotScriptase RT master mixes, that can be used 
for standard or realtime PCR directly from RNA samples without the need for a separate reverse 
transcription step). 

 

This product is for research use only. 

 

 

 

Quality Control 

 DNA polymerase activity: Hotstart DNA Polymerase activity in the LyoBalls has been 
monitored and adjusted to a specific DNA polymerase activity using an artificial DNA 
template and DNA primer.  

 Enzyme-concentration has been determined by protein-specific staining.  
Please inquire more information at info@genaxxon.com for the lot-specific concentration. 

 

Product Use Limitations 

Genaxxon bioscience LyoBalls are developed, designed, and sold for research purposes only. It is 
not to be used for human, diagnostic or drug purposes or to be administered to humans unless 
expressly cleared for that purpose by the Food and Drug Administration in the USA or the 
appropriate regulatory authorities in the country of use. All due care and attention should be 
exercised in the handling of many of the materials described in this manual. 
 

Licences / Patents / Disclaimer 

This product is covered by the patent W02014023318. It is for the purchaser’s own internal research 
use and may not be resold, modified or used for production and commercial purposes of any kind 
without an agreement. 
 

Safety Information 

When working with chemicals, always wear a suitable lab coat, disposable gloves, and protective 
goggles. For more information, please contact Genaxxon bioscience (info@genaxxon.com). 
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Troubleshooting 
----------------------------------------------------------------------------------------------------------------------- 

 

 Problem    Possible cause    Comments/suggestions 

Negative control 
with Taq DNA 
polymerase is 
yielding a specific 
amplificate 

 Impurities in used 
reagents 

 Perform a reaction in the absence of any template, e.g. 
just MQ-water instead. If you are still getting a specific 
amplificate, you most likely have a contamination 
problem. Shortest solution is to start over with fresh 
samples and fresh reagents. 
 

    Analyse your primer sequences and perform a primer 
BLAST to ensure, that your primers are only RNA-
specific, for example here: 
 
http://www.ncbi.nlm.nih.gov/guide/howto/design-pcr-
primers/.  
 
In case they are not RNA-specific, DNase digest your 
samples in order to remove any traces of DNA and try it 
again. 

  Your are working with 
16S DNA. 

 You must use a complete DNA-free Polymerase. 

Only getting 
primer dimers. 

   Keep all reagents during PCR setup on ice 

    Program the PCR protocol on your cycler first before 
you setup the PCR mix and if applicable preheat the lid 
of your cycler. 

    When you do a new PCR for the first time, start with our 
standard protocol and recommended reaction setup 
concentrations. 

    Run a temperature gradient to identify the best 
temperature yielding in the cleanest product. This 
temperature is only limited by the primer annealing 
temperature, as Volcano polymerase is thermostable.- 
Use a "multiple primer analyzer" to test your primer 
sequences for self-complementarity, secondary 
structures and primer cross annealing 

     

 

 

“We Aim for Your Success” 

 
For more information: www.genaxxon.com 

 

 
 

 

 

Applications 

 Realtime PCR / qPCR 

 Rapid detection and identification of RNA targets 

 Primer extension 
 

Product Specifications 

 Appearance: Lyophylized master mix 

 Half-life of DNA Polymerase: >40 min. at 95°C 

 5’-3’ exonuclease activity: Yes 

 Extra addition of A: Yes 

 3’-5’ exonuclease activity: No 

 Nuclease contamination: No 

 Protease contamination: No 

 RNase contamination: No 

 Self-priming activity: No 

 

Unit Definition 

One unit of Taq DNA polymerase is defined as the amount of enzyme that incorporates 10nmol of 
dNTP’s into acid-insoluble fraction in 30 minutes at 72°C under standard assay conditions. 
 

Stability 

Genaxxon bioscience LyoBalls are shipped at RT and can be stored at temperatures below 40°C for 
at least 24 months without problems if tubes are kept well closed or plates well sealed. 
Please keep tube strips or PCR plates well closed before use! 

Once the tubes are opened or the plate seal has been removed the LyoBalls should be used for 
PCR within a short time (1-3 days).  
The higher the humidity the shorter the shelf-life of the LyoBalls. 

When stored under these conditions and handled correctly, the product can be kept at least until 
the expiration date (see tube label) without showing any reduction in performance.  
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Protocol 

Experimental recommendations for first use 

Run a PCR with a temperature gradient at the annealing / extension step to find the optimal 
temperature for your assay respective each primer pair. 
 

 

Table 1: Recommendations for PCR, qPCR and RT-PCR / Reaction Setup (20µL PCR reaction) 
 

Component Volume Final concentration 

 
LyoBall 
Primer forward (10µM) * 
Primer reverse (10µM) * 
Probe (10µM) ** 
Template / sample extract *** 
Nuclease-free water 
 

 
0.75µL 
1.0µL 
1.0µL 
x µL 
y µL 
up to 20µL total reaction volume 

 
1X (volume of 1 LyoBall) 
0.5µM (0.05-1µM) 
0.5µM (0.05-1µM) 
0.05-1µM 
>0.1ng (0.1 – 2500 ng) 
 

  
 Keep all components on ice. 
 Spin down and mix all solutions carefully before use. 
 ** The necessary concentration of probes depends very much on the probe sequence and the kind of 
 probe. Please test for optimum! Use temperature gradient to optimize the first time. 
 *** Recommended template concentration should be 0.001ng/µL – 0.1ng/µL (of  genomic  DNA). 

 

Table 2: Typical qPCR protocol for amplification of DNA 
 

Step Temperature Time 

Initial denaturation 95°C 2 min.  

2-step PCR Protocol in case of TM >60°C 

Denaturation 

Annealing/Extension*  

95°C 

>60°C – 75°C 

15 sec. 

60 sec. (25 – 40 cycles) 

Alternatively use a 3-step PCR Protocol in case of TM <60°C 

Denaturation 

Annealing 

Extension*  

95°C 

55°C – 60°C 

68°C – 75°C 

15 sec. 

30 sec. 

45 sec.(25 – 40 cycles)  

Hold <10°C hold  

 

NOTE: A two-step as well as a three-step PCR protocol can be used. 

NOTE: Typically, the annealing temperature is about 3-5°C below the calculated melting temperature of the 
 primers used. It is highly recommended to establish a new RT-PCR by running a temperature gradient 
 to find the best annealing/extension temperature for each new primer pair! Also, a three-step 
 PCR protocol can be applied with separate annealing and extension steps. 

 

 
 

Important Notes 

 LyoBalls are highly hygroscopic! If the PCR sealing foil is hurt or destroyed the lyophilized 
beads will become wet and will not work anymore within 2 days!  

 In case you break single strips from the supplied breakable PCR plate, take care that the 
sealing foil is not damaged.  

 LyoBalls dissolve within 1-2 minutes at room temperature without further/additional 
mixing. 

 Master mixes, regardless of in liquid or lyophilized form, from different companies 
contain different components which leads most likely to different annealing and melting 
behavior of DNA, primer and probes in your PCR! It will, most likely, not be possible to 
run the same PCR protocol with the LyoBalls as already established with another master 
mix. 

 If you use our LyoBalls the first time or if you establish a new primer set, please run a 
PCR with a temperature gradient at the annealing / extension step to find the optimal 
temperature for your assay respective each primer pair. 

 The annealing temperature of a primer is strongly influenced by its nucleic acid sequence 
AND the reaction composition (pH, salts and salt concentration of used reaction buffer). 
It has been shown that the annealing temperature is most likely lower by about 2-3°C 
using Genaxxon’s LyoBalls compared to original systems!  

 

 
 
The No ROX LyoBalls “master mix” is suited for example for following instruments: 
 
Bio-Rad iCycler iQ, iQ5 and MyiQ™, CFX 96, CFX 480, Chromo 4™ Real-Time Detector, DNA Engine 
Opticon™, Mastercycler® ep realplex 2, Opticon® 2, Roche LightCycler® 96 and 480, Rotor-Gene™ / 
Corbet, QuantStudio™, Smart Cycler® 
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